
 

 

 

Recharge the battery 

 

 

 

 

 

 

 

 

 

 

 

 

  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 Steripower GmbH & Co. KG 
Gautinger Str. 1c, D-82319 Starnberg 

info@steripower.de, Phone: +49 8151 555 15 16 
www.steripower.de  

To remove the battery 

from the device, first 

detach the clamps 

1. Tilt the battery slightly 

to remove it from the 

device 

2. Connect the battery to 

the charger. To do this, 

attach both clamps to 

the contacts. 

3. 

If your charger is a 

single unit, you can 

just plug it into the 

outlet 

4. If your charger 

consists of two parts, 

connect them first 

before plugging it into 

the outlet 

5. Once the battery has 

finished charging, you 

can reinsert it into the 

device and connect the 

clamps 

6. 
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